a This paper describes an optofluidic droplet interrogation device capable of counting fluorescent drops at a throughput of 254 000 drops per second. To our knowledge, this rate is the highest interrogation rate published thus far. Our device consists of 16 parallel microfluidic channels bonded directly to a filtercoated two-dimensional Complementary Metal-Oxide-Semiconductor (CMOS) sensor array. Fluorescence signals emitted from the drops are collected by the sensor that forms the bottom of the channel. The proximity of the drops to the sensor facilitates efficient collection of fluorescence emission from the drops, and overcomes the trade-off between light collection efficiency and field of view in conventional microscopy. The interrogation rate of our device is currently limited by the acquisition speed of CMOS sensor, and is expected to increase further as high-speed sensors become increasingly available.
Introduction
Droplet microfluidics has enabled a wide range of high throughput screening applications. [1] [2] [3] [4] [5] [6] [7] It is now possible to generate and manipulate droplets at kilohertz speeds. 8 In many biochemical assays, fluorescence is used as a read-out for the reactions occurring inside the drops, and can indicate the presence of cells or molecules of interest. In some applications where the sample is compartmentalized at a limiting dilution such that each drop contains one or zero cell or molecule, the number of fluorescent drops directly quantifies the concentration of bacteria present, 4, 5 or the amount of DNA mutation. 2 Ability to enumerate fluorescent drops in a high throughput manner is thus advantageous for the rapid detection of various diseases such as sepsis or cancer. The optical detection of fluorescence signal is commonly performed in a serial manner, where drops are injected into a funnelshaped microchannel consisting of a narrow constriction which forces the drops to arrange in a single file, and to ensure that drops enter the detection region one at a time. [2] [3] [4] [5] [6] 9, 10 We have recently shown that the throughput of the serial interrogation process is limited by the rate at which droplets become unstable and undergo undesirable break-up as they flow through the constriction. 11 To achieve a droplet break-up rate of less than 1%, the maximum throughput was approximately 7000 drops s −1 for 40 pL drops. At this rate, it would take 1 hour to interrogate 1 mL (2.5 × 10 7 ) of drops, or 40 hours to interrogate 10 9 drops. In previous work, the rate of interrogation actually used was significantly lower than 7000 drops s −1 .
For example, Pekin et al. reinjected 50 pL drops into a funnelshaped channel at 0.15 mL h −1 or 270 drops s −1 , for the fluorescence screening of mutant KRAS oncogene in genomic DNA. 2 While multiple droplet generators have been parallelized to increase the throughput of droplet generation at rates up to 320 mL h −1 or 189 500 drops s −1 , 12-15 the serial interrogation process could be a bottleneck limiting the overall throughput of droplet-based assays. 16 The key challenge in performing optical interrogation in a largely parallel manner is the trade-off between light collection efficiency and the field of view which determines the number of drops that can be imaged at a time. To overcome this challenge, on-chip lens arrays have been incorporated to increase light collection efficiency in imaging systems having a large field of view. 17, 18 For example, Schonbrun et al. aligned a microfabricated zone-plate array with 64 parallel microfluidic channels, and achieved a maximum interrogation throughput of 184 000 drops s −1 . 17 The collection efficiency of the zone plate was equivalent to that of an objective lens with a numerical aperture (NA) of 0.48. Lim et al. used a microlens array and incorporated mirror surfaces on the bottom of the channel to obtain an NA of 0.51. A throughput of 50 000 drops s −1 was these two systems are that they require the use of high-speed cameras which are typically costly and not portable. Alternatively, Hatch et al. used a 21-megapixel consumer digital single lens reflex (DSLR) camera with a macrolens for wide-field imaging of fluorescent drops. 19 With this design, they imaged over one million drops in a single shot with a resolution of 20-40 pixels per drop. This method required 4-8 seconds of exposure time, however. Assuming the entire chamber of drops could be replenished instantaneously between consecutive shots, the maximum throughput of this approach would be~125 000-250 000 drops s −1 . Also, the numerical aperture of their imaging system was relatively low, with an NA of~0.089 only.
In this paper, we describe a new approach to overcome the trade-off between light collection efficiency and the throughput of droplet interrogation by integrating microchannels directly on a low-cost CMOS sensor which forms the bottom of the microchannel. Previously, this design has been used in an optofluidic microscope along with Fresnel zone plate array for the fluorescence imaging of cells at a spatial resolution of 1 μm. 20 Since the diameter of drops used in droplet microfluidics applications are typically on the order of tens to hundreds of micrometers, no high resolution imaging is necessary for the enumeration of fluorescent drops.
Here we show that it is possible to use a very simple design to count drops containing fluorescein solutions at concentrations of tens of micromolars at a rate of 254 000 drops s −1 , the highest interrogation rate published thus far. We also show that our method is capable of quantifying fluorescent drops among non-fluorescent ones at mixture ratios over 4 orders of magnitude from 1 ppm to 5 × 10 4 ppm, where ppm is defined as the number of fluorescent drops per 10 6 drops.
The key advantages of our method are: i) the proximity of the drops to the sensor facilitates efficient collection of fluorescence from the bottom hemisphere of a drop, which is close to 50% of the total emission. As a reference, a 40× (0.65 NA) microscope objective collects~12% of the total emission only. ii) The optical system is low-cost and portable as it does not require microscopes, objectives, or high-speed cameras. iii) The use of a wide microfluidic channel allows the drops to be injected at high volumetric flow rates without break-up. Unlike the serial interrogation process, the interrogation rate of our system is not rate-limited by the stability of the drops, 11 but rather, by the speed of the CMOS sensor.
Our interrogation rate can thus be further improved as lowcost and high-speed imagers become increasingly available.
Experimental design

Droplet generation
We used methods in soft lithography to fabricate microchannels in polyĲdimethylsiloxane) (PDMS). 21 The microchannels were rendered hydrophobic by treatment with Aquapel (Pittsburgh, PA) to avoid droplet wetting of the wall. We generated 40 pL monodisperse droplets using flow-focusing nozzles. 22 The continuous phase was a hydrofluoroether HFE-7500 (3M, St. Paul, MN) containing an ammonium salt of Krytox (2% w/w) as a surfactant to stabilize the drops against coalescence. We collected the drops generated from the flow-focusing nozzles in syringes (Normject 3 mL). As water has a lower density than HFE-7500 does (ρ = 1.63 g mL
), the drops creamed to the top of the syringes to form a concentrated emulsion after 5 hours of storage. The drops were kept at 4°C to prevent the evaporation of the liquids. The size of the drops remained unchanged after this storage time. For all experiments, we used concentrated emulsions with volume fraction φ = 85.6 ± 3.1%. Different volumes of fluorescent "positive" drops were pipetted and mixed with empty "negative" drops containing buffer only to obtain different concentrations of positive drops. This mixture of drops was reinjected into a microchannel at fixed volumetric flow using a syringe pump (Kent Scientific). The channel had a height of 36 μm, less than one droplet diameter, and the drops flowed as a 2D monolayer.
Integration of microfluidics on CMOS sensor and optical setup
We used a CMOS sensor (Aptina, MT9M001) consisting of 1280 × 1024 pixels, each pixel having a size of 5.2 μm. We removed the glass cover, and spin-coated a band-pass filter to block the transmission of excitation light (see Note S1 † for details). The filter was a photoresist-based material containing a green filter pigment (provided by Fuji Film, Part# SG-5001L). The transmission spectrum of the filter material is included in Fig. S1 . † The filter, having a thickness of about 6 μm, provided an optical density (OD) difference of about 3 between 488 nm (excitation wavelength) and 520 nm (emission wavelength). This OD difference was sufficient for the detection of 10 μM fluorescein drops in a channel with a height of 36 μm. For the imaging of decreased concentrations of fluorophores, the number of layers of filters can be increased to further increase the OD difference. A thin layer (~1 μm) of PDMS was then spin-coated on this filter. The top PDMS channel was bonded to this surface after oxidation with oxygen plasma (Fig. 1a) .
We used a blue LED (250 mW, peak emission at 490 nm, Thorlabs Part# M490L3) to excite fluorescence in the drops. An excitation filter (Semrock, Part#, FF01-475/35-25) was used to block light below 457.5 nm and above 492.5 nm. The emitted light from the fluorescent drops was collected on the CMOS sensor. Fig. 1b shows the optical setup. A custom MATLAB GUI that interfaced with the imaging software (EPIX, XCAP) was used to acquire images on the CMOS sensor. Data processing was performed subsequently using a custom script in MATLAB.
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This journal is © The Royal Society of Chemistry 2015 was possible to interrogate the drops with a simple detection scheme by counting the number of fluorescent blobs that passed through a given region of the CMOS sensor. Although the sensor array was two-dimensional, we acquired data only from a central strip of pixels (Δx × Δy = 4 × 852 pixels) aligned perpendicular to the direction of flow of the drops. Fig. 1c indicates this acquisition region. The use of this 4 pixel-wide region allowed us to operate the CMOS at the maximum acquisition rate of the sensor at 2125 fps. Using a narrower strip of pixels did not increase the acquisition rate in this sensor. We could not use the entire height of the sensor (1280 pixels) as space was needed to bond the side wall of the PDMS channel to the sensor. We note that a linear photosensor array would suffice for our simple detection scheme here. It would have been difficult to bond a wide PDMS channel to a linear sensor array without extra steps of planarization, however. We have thus chosen to use a 2D sensor array to facilitate the bonding and integration with the PDMS channel.
At a CMOS acquisition rate of 2125 fps, the maximum speed the drops (diameter~40 μm) can flow was about 8.5 cm s −1 , beyond which the signal would be under-sampled,
i.e., a fluorescent drop may pass the 4 pixel-wide acquisition region in less than one frame and cannot be detected. At an average flow speed of 8.5 cm s −1 , the equivalent volumetric flow rate of the emulsion was 43 mL h −1 (for a droplet volume of 40 pL and a volume fraction of 85%) and the equivalent throughput we obtained was 254 000 drops s −1 . Table S1 † shows the expected droplet interrogation rate as a function of drop size, assuming that only a monolayer of drops is imaged at a time. Here, the droplet interrogation rate was limited by the speed of the CMOS, rather than the stability of the drops since no narrow constrictions were involved and the operating capillary number in our system was about 0.005, lower than that required for droplet breakup. 11, 23 Fig . 1c shows the geometry of the channel we used. It consisted of 16 parallel microfluidic channels each having a width of 245 μm or 6-7 droplet diameters. We have chosen such channel geometry to obtain a plug-like velocity profile of all drops as they flow through the acquisition region on the CMOS sensor (Fig. 1d) . Although the use of a single wide channel would increase the space that can be filled by the drops (instead of PDMS channel walls in the case of 16 channels), the large variation in velocity from the center of the channel to the edge of the channel led to a decreased overall droplet interrogation rate (see Fig. S2 and Table S2 †). Since our maximum droplet interrogation rate was limited by the CMOS sensor, its acquisition rate set the upper limit of droplet speed in the center of the channel where the drops were flowing the fastest. As the drops by the wall had a velocity close to zero, the pixels in those regions were not utilized at their maximum acquisition capacity. We estimated the maximum droplet interrogation rate to be~100 000 drops s −1 only, less than half of the rate we achieved with the 16-channel design.
Optical characterization
To characterize the optical sensitivity of our device, we injected the emulsion into the channel and stopped the flow. Fig. 2a shows an image of the emulsion without flow, where only 12 fluorescent drops were visible as bright blobs, as acquired by the CMOS sensor in a region of size 400 × 425 pixels. The intensity profile of a single fluorescent drop is shown in Fig. 2b . This profile matched well with our calculation based on the divergence of light from a drop which we approximated as a collection of point sources (see Note S2 †). Fig. 2c shows the signal-to-noise ratio (SNR) of fluorescence measurements using our device as a function of the concentration of fluorescein which we used as a model fluorophore. We defined the SNR to be the measured peak intensity of a fluorescent drop to the mean intensity of the non-fluorescent background consisting of negative drops and the continuous phase. The lowest concentration of fluorescein we attempted to measure from the drops in a 36 μm-tall channel was 5 μM, which gave a SNR of 2. The ability to detect 5 μM of fluorophore solution was sufficient for enzymatic assays involving the use of fluorogenic substrates, which are often used at relatively high concentrations above 20 μM. 24, 25 While out of scope of the current work, existing methods can which corresponds to 254 000 drops per second. The inset shows droplet velocity profile in one of the 16 channels. One channel is about 6 droplet diameters wide. The red line connects the mean droplet velocity at the centroid location of these 6 drops.
This journal is © The Royal Society of Chemistry 2015 be applied to increase the SNR of fluorescence detection, such as by incorporating lens arrays to focus the excitation light onto the drops, 17, 20 by using filter materials with higher rejection ratio between the excitation and emission wavelengths, by using a stronger light source, or by introducing spatial modulation methods. 26 
Accuracy and dynamic range of droplet interrogation
To interrogate an increased number of drops, a continuous flow was applied to the drops and the sensor was set to record intensity values within the acquisition region (4 × 852 pixels) over a finite number Ĳ10 4 -10 5 ) of frames at 2125 fps. Fig. 3a shows a kymograph of the imaged emulsion from the acquisition region over 100 frames or 47 milliseconds. The raw intensity data within the acquisition region from all frames were stacked laterally to generate the kymograph, where the vertical axis is the y-position in the acquisition region, the horizontal axis is frame number or time, and the color represents the measured intensity value (Fig. 3a) . In this kymograph, the height of the bright spot or "blob" represents the imaged diameter of a fluorescent drop (assuming the drop is isolated from other fluorescent drops), while the length of the blob represents the residence time of the drop in the acquisition region. We used a simple thresholding by intensity in MATLAB to digitize the kymograph (Fig. 3b) , i.e., regions with intensity above (or below) a certain threshold will be given a value of 1 (or 0). The number of regions with a value of 1 (referred to as "digitized blobs") was then used to derive the number of fluorescent drops present in the emulsion. As multiple fluorescent drops could be in contact with each other and our MATLAB image analysis would recognize them as a single blob, the number of digitized blobs would be smaller than the number of fluorescent drops actually present. It is, in principle, possible to use the intensity distribution within a blob to derive the number of fluorescent drops in direct contact with each other. Such derivation is possible since the resulting intensity profile is a simple superposition of the intensity profiles of individual drops (Fig. S3a †) . This method works well as long as the intensity profiles from all drops are identical, which requires: i) the excitation source is uniform across the entire acquisition region, ii) the concentration of the fluorophore is identical in all drops, and iii) all drops move at the same speed (slowmoving drops would appear longer and larger). None of the above three requirements were satisfied in our experiments, however. This fact was indirectly reflected in the wide size distribution of the digitized blobs (Fig. S4 †) : if the intensity profile from all drops were identical, we would expect a narrow distribution of blob sizes at discrete locations that correspond to one drop, or two drops in contact. Instead, we obtained a wide, continuous distribution of blob sizes. Such wide distribution originated from the non-uniformity of excitation light source and the velocity fluctuation of the drops. The standard deviation in droplet velocity in our system was about 20% (Fig. S5a †) . At a fixed location in the channel, the lowest droplet velocity measured was up to two times less than the highest droplet velocity measured (Fig. S5b †) . Such slow-moving drops appeared two times bigger than the fastmoving drops. While it is possible to calibrate for the nonuniformity of the excitation source and the error originating from the variations in droplet speed, it is impossible to account for the non-uniform fluorophore concentrations which will vary in actual applications. As such, we use a different method to extract the expected number of fluorescent drops by calculating the probability that more than one drop would be in direct contact. Previously, the Poisson probability of more than one molecule being encapsulated into a single drop has been used to derive the expected number of genes from the measured number of fluorescent drops. 2 For a given fluorescent ("positive") drop in a hexagonal packing, we approximate the probability P 1 that it is surrounded by six non-fluorescent ("negative") drops by eqn (1): 
where C + and C − are the concentrations of positive and negative drops respectively. The probability P multi that a given positive drop is in direct contact with more than one positive drop is then given by eqn (2) .
Here we ignore the next nearest neighbors and beyond that might be fluorescent leading to three or more drops in contact, as these cases are increasingly unlikely for low concentrations of fluorescent drops, a regime we target our device towards. Based on the probability P multi , we can then derive the expected concentration of fluorescent positive drops C + from the measured number of blobs N blob and the total number of drops in the emulsion N tot (see note S3 and S4 † for derivations):
The advantage of using this correction scheme based on the probability of drops in contact is that it does not require the use of the size or the intensity profile of the detected blobs. It should be less prone to errors due to non-uniformity in excitation source intensity, velocity variations in the drops, Fig. 3 a) A kymograph of positive drops acquired by the CMOS sensor. This kymograph was constructed from a sequence of 100 frames (corresponding to 47 ms) stacked laterally. b) Digitized kymograph where fluorescent blobs are identified as regions with intensity above a certain threshold value. Insets show the zoomed-in kymograph and digitized image of blob 1, as indicated in the red boxes and a) and b), respectively. c) Linearity and dynamic range of our detection method. The experiment was performed at a flow rate of 43 mL h −1
. Fig. 4 Comparison of our work with selected prior work. As a note, the droplet volumes used in our work, Schonbrun's, Hatch's and Lim's are 40 pL, 4 pL, 50 pL, and 100 pL respectively. For the throughput in Hatch et al., a range is given assuming an exposure time of 4-8 seconds and instantaneous replenishment of drops between shots (see text). The dynamic range is the range of concentration of positive drops (C + in text) detected in prior work and this work. If we account for the loss in transmission in the filter layer, we estimated the effective NA of our system to be about 0.6. The cost and weight of the systems are estimated for the imager (e.g., high-speed camera) only excluding other optics such as the light source.
This journal is © The Royal Society of Chemistry 2015
and other errors that cause unknown changes in the detected droplet intensity profile. Fig. 3c shows that our interrogation method can be applied to measure positive droplet concentrations (C + ) over 4 orders of magnitude from 1 ppm to 5 × 10 4 ppm, where ppm is defined as the number of fluorescent drops per 10 6 drops. The slight deviations between the values of C + measured and that injected are likely due to the inaccurate manual procedure of preparing emulsion mixtures and the inhomogeneous mixing of positive and negative drops within the emulsion. In addition, the deviation of the data point at C + = 5 × 10 4 ppm is expected: our method ignored cases where three or more fluorescent drops were in contact, which was not entirely valid for high values of C + (see Note S4 and Table S3 †). However, for C + < 10 4 ppm, the probability of more than two fluorescent drops in contact is low (Table S3 †). The number of detected blobs will eventually converge with the actual number of positive drops at very low values of C + . Our method is thus increasingly accurate as the concentration of positive drops decreases.
Conclusions
We have described a simple method for the ultrahighthroughput parallel interrogation of drops directly on an optofluidic CMOS platform. Fig. 4 shows a spider-web comparison of our work with a few methods described previously.
As not all quantities were reported in prior work, we have made rough approximations in constructing the chart. As can be seen, our method has multiple advantages over existing systems in terms of throughput, dynamic range, cost and portability. While the sensitivity of our method is not ideal, ongoing work is in progress to apply existing methods to increase the SNR of fluorescence detection. Finally, we note that as CMOS sensors with acquisition rates over 10 million per second have been reported, [27] [28] [29] our method has the additional advantage that it can leverage the increasing availability of such ultrahigh-speed sensors to achieve further increase in the interrogation rate of droplets without having to re-engineer the design of our current system.
